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An in situ study of the absolute magnetic moment of thin ferromagnetic films grown in ultrahigh
vacuum (UHV) is described. The moments are measured using a newly innovated technique,
rotating sample superconducting quantum interference d¢é8iQ&JID) magnetometryf{RSSM), in

which the sample is spun at low frequency close teearsitusecond derivative superconducting
pickup loop structure coupled to a rf SQUID. The sensitivity of the measurement$ds® emu,

which corresponds to 1/10 of an atomic layer of Fe over a 0.5ama, and the geometry of the
pickup loops makes the magnetometer very insensitive to background laboratory noise. The moment
of Cr grown on Fe was measured. It was determined that the first two layers of Cr have an average
moment of 0.75ug per atom, and are antiferromagnetically aligned to the Fe film moment. The
simplicity of RSSM and the fact that the absolute moment is measured makes this a powerful new
approach for characterization of magnetic samples in UHV1@4 American Institute of Physics.

The past decade has seen a resurgence of interest gample inside an UHV chamber. The high sensitivity of
magnetic materials, with a special emphasis on ultrathirsQUIDs to changing magnetic fields at low frequency allows
films, magnetic surfaces, and interfatesithough new fab-  us to mechanically spin the sample at 8 Hz and isolate the
rication techniques have been developed to synthesize thesgnal from very thin ferromagnetic films grown on any sub-
materials and new tools of surface science have been estrate. We have also found that we are able to run the SQUID
ploited to monitor the structure and chemistry, until veryunshielded in a laboratory environment in close proximity to
recently’ there have been no reports of concomitant developa combination of typical laboratory equipment.
ment in techniques to obtain absolute measurements of the In this letter we demonstrate am situ measurement of
magnetic moment in a typical ultrahigh vacuufdHV)  the moments of ultrathin Fe films using RSSM with a sensi-
deposition system. The popularity of the magneto-opticativity of 10~® emu. This sensitivity corresponds to the mo-
Kerr effect to monitor magnetization of films in UHV attests ment of~0.1 AL of Fe(1 AL=1.44 A) over a 0.5 crharea.
to the need for such measurements, but optical measuremeritke films were grown in an UHV chamber, and the magne-
are very difficult to calibrate for absolute values. Absolutetometer consisted of a rf SQUID and accompanying second
magnetometry is of course the most fundamental measurelerivative pickup loop structure which were housed in a lig-
ment to make on a magnetic material. It is usually measuredid helium dewef.Although thisin situ magnetic character-
ex situ after the film is covered with a nonmagnetic ization is applicable to a variety of investigations, it is espe-
overlayer=® For ultrathin films, i.e., 1-10 atomic layers cially valuable for a study of the moment versus film
(AL), this method is unwieldy because many samples mushickness because the measurements can be performed on the
be made in order to characterize the moment as a function &fame sample as the thickness is increased. This eliminates
thickness, inducing a variety of systematic errors into thethe need for making a large set of individual samples, remov-
measurement. In addition, interesting interfacial effects sucing them from the system, and measuring their moments
as the predicted enhancement of the moments due to reducsdparately on another apparatus, a procedure which is not
coordination, the effects of intermixing, and induced mo-only time consuming, but raises questions of reproducibility
ments on nonmagnetic adatoms are lost by this methodand reliability.

Magnetometers using induction coils which can be appliedto  Fe grown on GaA®01) was selected as a test system for
samples in UHV are typically constrained to having thethis study due to its low coercivity and square hysteresis
sample mounted on a quartz rod, thus making high temperaeops. In the chamber, shown in Fig. 1, a polished and
ture growth and annealing studies diffictiMany magnetic chemically etched single-crystal Ga@81) substrate was
thin-film systems also must be grown on lattice-matched memounted on arx-y-z sample manipulator with a differen-
tallic substrates, which are not compatible with the inductiontially pumped rotatable feedthrough. The substrate was ori-
measurement. For these reasons, we have developed a rotatited in such a manner that the Fe film grown would have
ing sample superconducting quantum interference devicene of its magnetic easy axes perpendicular to the rotation
(SQUID) magnetometefRSSM which can be applied to a axis. The sample manipulator was designed so that the
sample could be moved from the growth position to a mag-
Ipresent address: Virginia Commonwealth University, Richmond, vanetizing coil, and then under the second derivative pickup
23284-2000. coil of a rf SQUID where it was spun at a frequency of 8 Hz.
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FIG. 2. The SQUID signal from an Fe film on GaAs as the thickness is

increased from O to 48 AL. The asymptotic slope is shown as a dotted line

in the figure, and corresponds to a SQUID signal of 1.8 mV/AL on the 0.5

cn? Fe film as the thickness is increased. The scale on the right-hand side
was calculated using the bulk Fe magnetization of 2g2atom for the

/ asymptotic slope.
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— 1 magnetization was flipped into the opposite direction by

passing a current pulse through the nearby magnetizing coil.

FIG. 1. Schematic of the UHV chamber used for thesitu SQUID mag- It was observed that the phase of the signal shifted by 180°
netometry of ultrathin films. after the magnetization reversal. This change in phase proves

that the signal is coming from the deposited Fe, since the
same test had been conducted on the bare substrate prior to

The rotation of the sample was achieved using a flow regu o , i )
lated air turbine motor, which was used instead of an electri:depOSItIon with a null result. We note that this data, acquired

cal motor in order to minimize the magnetic signal from the! @PProximately 3 h, is equivalent to measuring 20 indi-

driving motor. Before use, the turbine was degaussed, an§du@l epitaxially grown samples. At the typical rate of one/

during use it was housed inside a mu-metal can. An Fe filnfiay. this would amount to four weeks of sample preparation
was deposited on the substrate in fixed increments, and the®cne- To this must be added the time needed to perform
Hz signal from the SQUID was measured after each increMagnetometry measurements on these 20 samples.

ment. During the depositions, a 0.5 Emperture mask de- An absolute calibration of the system was conducted by
fined the area of the film and prevented deposition onto th@0unting a ten turn, 8-mm-diam coil in the sample position.
sample support shaft. Flux falling upon the substrate first* 120 uA (zero to peak 8 Hz sinusoidal current was passed
passed through the sensor box of an Inficon Sentinel Rat@rough the calibration coil, which generated a signal equiva-
Monitor, which measures the fluorescence of atoms passin§nt to that of a 10-A-thick Fe film of the same 0.5 tarea
through the box. Prior to use, the Sentinel was calibrated@ssuming a moment of 2.2g/atom. The signal from the

against both a quartz crystal microbalance and a Kevex x-ragalibration test coil was measured as a function of the dis-
fluorescence monitor. tance from the center of the coil to the bottom of the stainless

The SQUID signal at the 8 Hz rotation frequency wassteel sleeve into which the dewer was inserted. These data
monitored with a two-phase lock-in amplifier, that recordedare shown in Fig. 3. The magnitude of the signal as a func-
both the magnitude and the phase of the signal relative to thiéon of distance agrees within 10% of the calculated response
angle of the spinning samplgvhich was monitored with a of the magnetometer. However, at the sample position of
dynamically balanced light chopperAfter the GaAs sub- ~13 mm from the bottom of the stainless steel dewer sleeve
strate was heated to 600 °C to desorb oxygen and prepare thesignal of 1.3 mV/AL was measured compared with the 1.8
surface, an Fe film was deposited at 300 °C. Results for mV/AL shown in Fig. 2. This discrepancy is largely ac-
representative film grown in 2 AL increments are shown incounted for by the fact that the shaft wobbles by several
Fig. 2. It can be seen that there is no remanent magnetigillimeters when it is spinning, and there is also a slight
moment in the film up to about 10 AL, which is interpreted uncertainty in the area of the calibration loop. Due to these
as a quenching of the Fe moment at the interfads.the  types of systematic errors, we have calibrated the magneto-
thickness is increased, the curve is slightly concave, indicatmeter using the bulk Fe magnetization as an internal standard
ing that there may be some additional quenching due towhen making measurements. The frequency response of the
e. g., Ga or As intermixing, occurring up to 30 AL. After magnetometer while mounted in the stainless steel sleeve
about 30 AL of Fe was deposited, the asymptotic slope of thevas also checked, and was flat out to at least 1 kHz. Addi-
SQUID signal was~1.8+0.1 mV/AL of Fe. For confirma- tional tests showed that the presence of the stainless steel
tion that the signal was coming from the Fe film, the sampledewer sleeve does not reduce the amplitude of the signal.
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80 ————— T L was on the order of IG ¢y/\Hz, whered, is the magnetic
L calibrati . 1 flux quantum. This noise level corresponds to a field noise of
50 alibration with a 10 AL eq. current loop | _7 . .
. 10~ " G/yHz at the lowest pickup loop of the second deriva-
E 1 tive gradiometer, and is about 100 times that of the system
\_/40 T when it is in a mu-metal shielded environment. Therefore,
o ] the noise in the measurements is totally dominated by the
330 T laboratory magnetic background originating at nearby
=I cryopumps, roughing pumps, and other electrical equipment.
3 ] The impact of this noise is greatly reduced by the use of the
v second derivative pickup loop configuration, even though the
10 - : S .
| tail of the dewer is slid into a metal sleeve in the vacuum
N I L chamber. The noise goes down only by about a factor of 2
0 10 20 when the dewer is removed from the sleeve and placed in a
Distance from Bottom of Dewer Sleeve (mm) nonferrous stand a few feet from the UHV system. There-

fore, with the present SQUID system there is opportunity for
FIG. 3. The SQUID signal from a calibration cééquivalent to 10 AL of Fe C0n5|der§b|e_ |mproyement n sens.|t|V|ty with more sophisti-
deposited over 0.5 cfnas the distance from it to the bottom of the dewer is cated shielding. It is also interesting to note that the base
changed. The solid line shows a calculated fit assuming the coil is a rotatingje|d noise level is well above that already demonstrated with
magnetic dipole with its axis of rotation perpendicular to the axis of the.. - :
pickup loops. high-T, SQUIDs, and on the order of that achle\(ed by a

state-of-the-art flux gate magnetometer. It should, in fact, be
feasible to operate a high: SQUID in situ, which would

h dthe d f th t of an Fe fi result in lower noise due to a more compact geometry and a
ave measured the decrease of the moment of an =€ 1iim ﬂ?gher signal due to being closer to the sample. Either a

additional layers of Cr are deposited. These data are Shov‘mgh-TC SQUID or a flux gate implementation would require

in Fig. 4, where it can be seen tha_t the first “’2V° layers of Cra gradiometer configuration to reduce the laboratory back-
decrease the total moment of the film by g aj, wherea, ground noise

IS tt.?e lattice c;)_nstant I.Of buflkthbc]S—Ftei Th|cs: IIS due tto ttr?e This study demonstrates the feasibility of tire situ
antiterromagnetic coupling ot the Tirst two Lr 1ayers 10 e 0 55 rement of the total moment of ultrathin films using a

Fe momentS,and can be interpreted as an average-6f75 SQUID magnetometer. It also represents the firstsitu

ps Magnetization on each Cr atom in the first two Iayers'SQUID-based measurement of the absolute moment versus
These data show a much smaller Cr moment than the resu'fﬁickness of Fe and Cr layered structures. This technique is

of Ref. 2,_however, our result is more in Img with that esti- relatively simple and robust, and should be capable of pro-
mated using well-accepted sum rules applied to core-levqlliding useful information on a number of other ferromag-
photoemission and x-ray magnetic circular dichrofsm.

Th se in the SOUID . " ¢ (8 H netic thin-film systems. In this study we have resolved 0.1
& noise in the SQ magnetometer system a AL moments, and we expect to be able to achieve much

higher sensitivity by improving the mechanical stability,

As a further demonstration of the utility of RSSM we

60 , ] . magnetic shielding, and ultimately by using am situ,
s R ' ] high-T.-based magnetometer.
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